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A new way to look at transients 



he display and analysis ol' fast, single-shot pulses has long been one of 



the most challenging problems in oscillography. These pidses result 
from measurements in a wide variety of fields such as laser research, nuclear 
research, computer design and service, stress analysis of components, and 
others. In the past, the only way to view fast transients, which may be a 
nanosecond or less in duration, has been to use an oscilloscope with a viewing 
hood or the very best scope/camera combination. These methods have been 
quite successful as proven by the many thousands of TEKTRONIX oscillo- 
scopes in installations of this kind, but there are some obvious disadvantages. 
One is the need to dark-adapt one’s eyes before attempting to view a fast 
transient. Another is the time required to develop and analyze the photograph 
containing the waveform. Still another is the expense and inconvenience of 
using film, particularly when the waveforms need to be digitized for computer 
processing. Many of the present methods for digitizing waveforms from film 
involve hand processing with resultant time-consuming delays and possibility 
for errors. 

The TEKTRONIX R7912 Transient Digitizer solves these problems in a 
unique and novel way, and in addition, provides features not available on 
earlier instruments. The functions of writing and reading, which in a normal 
oscilloscope are carried out by the same CRT beam, are accomplished by two 
separate electron beams in the R7912; waveform display is handled by a third 
beam in an associated monitor. This allows optimizing the design of each 
function to achieve the overall goal of large, bright, high-resolution waveform 
displays. The waveform can be displayed on a TV monitor such as the 
TEKTRONIX 632 to provide a bright, large-screen display easily viewable 
in room-ambient light; equivalent photographic writing rate in this mode is 
30,000 div//xs. In addition, the waveform can be automatically digitized; i.e., 
the waveforms are processed into a computer-compatible format so they can 
be analyzed by a computer. Or, if desired, the waveforms can be stored in a 
self-contained memory (optional) and displayed on an X-Y monitor; an 
equivalent stored writing rate of 8,000 div//^s can be achieved with no limita- 
tion on storage time. (If display area is 8 by 10 centimeters stored writing 
rate is equivalent to 8,000 cm//.ts.) 

Instrument Description 

Fig. 1 shows a block diagram of the instrument. The writing section of the 
R7912 is similar to a conventional oscilloscope. The input signal is acquired, 
conditioned, and amplified by vertical plug-ins from the TEKTRONIX 
7000-Series family. Any of the 7A-Series plug-ins can be used, allowing a wide 
choice of vertical capabilities from high gain (as low as 10 /^V/div with the 
7A22 Differential Amplifier) to maximum bandwidth (1 GHz with the 
7A21N Direct Access Unit) . Horizontal sweep and sweep gate are generated 
by a 7B-Series time base plug-in. 
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The input signal is applied to the CRT writing gun. 
Design and operation of the CRT is described in a 
special feature section of this article. The waveform 
written on the target by the writing gun is read out by 
the reading gun. With the instrument operating in the 
NON STORE mode, the reading beam scans the target 
linearly in a TV format and operation is quite similar 
to that of a conventional TV camera. Each time the 
reading beam crosses a written point, a small current 
pulse is generated in the target lead. This pulse is ampli- 
fied and processed to provide the video output signal. 

Synchronizing signals for the Read System and the 
associated video monitor are generated by the Sync 
Generator. The X and Y Ramp Generator and Scan 



Amplifier produce the waveforms required to drive the 
X and Y deflection plates of the Read System. 

In the DIGITAL mode, the read sequence is changed 
while the write sequence remains as already described 
In this mode, the target is scanned in steps in a 512 by 
512 matrix rather than linearly. Also, fast scanning oc- 
curs vertically in the DIGITAL mode which is opposite 
to the NON STORE mode where fast scanning is done 
in the horizontal direction as in conventional TV. 
Fig. 2 illustrates these two scan modes using simplified 
waveforms and scan lines. The NON STORE mode, 
being similar to conventional TV, will not be ex- 
plained further liere. 




Fig. 1. R7912 Block Diagram. 
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NON STORE MODE DIGITAL MODE 





Fig. 2. Target scanning modes. 

Vertical scanning is used in the DIGITAL mode due 
to the nature ol the wavelorms normally digitized. 
Notice that for the simplified scan shown in Fig. 2B, 
each vertical scan line intersects the waveform only 
once. In this mode, addresses of points on the target are 
transferred and stored in memory only when a trace has 
been written at that point on the target. This results in 
the fastest readout of information needed to define a 
waveform, and requires less storage space in memory 
for the waveform. In actual operation, the trace is 
several samples wide and circtiitry is incorporated in 
the instrument to reduce the amount of information 
which must be communicated to define a trace. The 
counters and logic circuits required for digital opera- 
tion are contained in the Logic circuit. The optional 
Memory allows waveforms to be stored in the DIGI- 
TAL mode for later transfer to a computer, or for 
display on a storage display unit through a display 
interface. 

The R7912 uses the GRT READOUT SYSTEM 
pioneered in the TEKTRONIX 7000 Series to display 
measurement parameters along with the waveform. 
These characters are written on the diode target by 
the writing beam on a time-shared basis and become 
part of the output signal in the NON STORE mode. 
An optional converter is available for use in the DIGI- 
TAL mode to take the readout information directly 
from the plug-ins and convert it into an ASGII coded 
format which becomes part of the data communicated 
to the computer. 

The optional Electronic Graticule Generator pro- 
duces a dot array similar to the graticule on a conven- 
tional oscilloscope GRT. The electronic graticule is 
written on a time-share basis with the input signal and, 
like the CRT READOUT signal, becomes part of the 
output signal from the Read System. This electronic 
graticule eliminates parallax associated with overlay 
graticules and minimizes errors due to non-linearities 
or drift in the amplifiers or CRT deflection system. 

Novel Circuitry— The Key to Performance 

As you would expect in a state-of-the-art instrument, 
many novel circuits make up the R7912. These include 
a highly stable —10 kV power supply, an electronic 
graticule generator, low-noise amplifiers, and unique 



logic circuits. Let’s look at several of these circuits in 
more detail. 

Ramp Generator. A block diagram of the Ramp Gen- 
erator is shown in Fig. 3. Two of these circuits are used 
in the R7912; one for the vertical and one for the hori- 
zontal. In the NON STORE mode, the Integrator gen- 
erates a highly linear ramp (waveform A) whose ampli- 
tude is precisely set by two stable discriminators which 
define the upper and lower end points of the ramp. This 
waveform is synchronized by the action of the Phase 
Detector which compares the end of the ramp with the 
sync pulses. If there is an error, it changes the timing, 
or charge current, of the integrator to insure proper 
timing. 




Fig. 3. Ramp Generator. 



In the DIGITAL mode, 5-MHz clock pulses are con- 
nected to a Single-Shot Multivibrator and to a 512 
Counter. Each time the Multivibrator fires, a small 
amount of current is injected into the Integrator, re- 
sulting in a step at its output. The voltage of the output 
step remains stationary during the Multivibrator's 
quiescent period. After a number of ramp and hold 
steps have been accomplished, the Upper Threshold 
Discriminator resets the End-Of-Ramp Flip Flop caus- 
ing the Integrator to re.se t. The circuit is then ready 
to produce a new staircase waveform. The output of 
the End-Of-Ramp Flip Flop and the 512 Counter 
are compared l)y the Pha.se Detector. If these pulses do 
not occur simultaneously, a correction signal is gen- 
erated by the Phase Detector and the charging current 
of the Integrator is suitably adjusted. In this fashion, 
the Phase Detector insures that precisely 512 steps are 
generated for each vertical or horizontal scan, resulting 
in a stable digitized waveform. 

One of the features of this circuit is that the period 
of the staircase can be changed without affecting the 
accuracy of the staircase. This occurs in the operation 
of the R7912 when a point is addressed on the target 
where a waveform has been written. Normally, the 
staircase holds at each step for about 100 nanoseconds 
while the signal on the target lead is checked for a 
change in state since the previous sample. If there is no 
change, the staircase is advanced to the next step. FIow- 
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A close-up look at the crt 
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WRITING GUN READING GUN 





Fig. A. R7912 CRT. 

T he outstanding performance of the R7912 is due, in 
large part, to the TEKTRONIX-developed scan-con- 
verter tube forming the heart of the system. Fig. A shows a 
drawing of the tube along with a photograph of the final 
product. 1 he tube is double-ended with the write gun and 
read gun facing each other axially. These guns and their 
associated deflection structures are separated by the target, 
where scan conversion occurs. The design parameters of 
the tube were optimized by means of a computer program 
to provide the best trade offs in gun structure and acceler- 
ating potential for the required resolution and scan area 
at the target.' 

The input signal from the vertical amplifier is applied to 
the high-frequency deflector which consists of two helical 
delay lines assembled into a balanced deflection system. 
The entire writing-gun structure is operated at —10 kV 
to provide small spot size and fast writing rate. 

d’he target consists of an array of diode junctions formed 
on a silicon wafer using integrated-circuit techniques. Fig. 
B shows a detailed view of the silicon target. A density of 
2000 diodes per inch yields the desired resolution for the 
i/ 9 -by-%-inch scanned area. The center 0.75-inch diameter 
of the target is thinned to about 10 microns to facilitate 
operation in the double-ended mode (by comparison, the 
thickness of this page is about 100 microns) . 

The read gun produces a low-velocity electron beam with 
minimum shading and good resolution. Shading is caused 
l3y off-normal landing of the beam on the target and re- 
sidts in errors in the readout signal. This is particularly 

'For a complete discussion of the design considerations that 
went into the CRT for the R7912, refer to “Storage Tube With 
Silicon Target Captures Very Fast Transients” by Raymond 
Hayes, Robert G. Cutler, and Kenneth W. Hiwvken, Electronics, 
pp. 97-102, August 30, 1973. 



objectionable in a precision measurement instrument such 
as the R7912 and becomes even more of a problem when 
the output signal is converted into digital form (see Fig. 
C). 

To accommodate the variable scan rates required of this 
instrument, electrostatic deflection was chosen for the 
read gun rather than the electromagnetic methods nor- 
mally used for vidicons. Flowever, if electrostatic focusing 
is used along with electrostatic deflection, poor shading 





10 MICRONS 



Fig. B. Target detail. 
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characteristics result. To solve these problems, a hybrid 
design was developed consisting of an electrostatic deflec- 
tion system surrounded by an axial magnetic focusing 
field. The deflection plates actually consist of a cylindrical 
electrode pattern photo-etched on the interior wall of the 
tube (see Fig. A) . The axial magnetic field is provided by 
an external solenoid. This configuration is called a deflec- 
tion deflection system.^ 

As the reading beam is scanned across the target, it charges 
the target negatively towards the read-gun cathode poten- 
tial and the target diodes are reverse biased. High-velocity 
electrons from the write gun bombard the back of the 
target, creating electron-hole pairs which diffuse through 
the target. This causes the diodes to conduct and discharge 
in the written area. When the reading beam next scans 
the written area, it recharges the diodes, producing a 
signal current in the target lead. Amplification and proces- 
sing of this signal provides the video or digital output 
signal. 



Tor a complete discussion of the deflection system, see “Elec- 
tron Trojectories in I'wisted Electrostatic Deflection Yokes” 
by E. F. Ritz, IEEE Tntnsadions on Electronic Dances, No- 
vember 1973. 





ever, when a change is detected, the staircase holds at 
this step for about 1.6 microseconds to allow time for 
the address of this data point to be transferred to the 
computer or stored in memory. As a result, each stair- 
case may have a different duration since the number of 
these pauses for address transfer will vary depending 
on the nature of the Avaveform written on the target. 
In a conventional feedback-stabilized circuit, this 
would result in timing variation and an inaccurately 
digitized waveform. To prevent this, the clock input 
pulses are interrupted during the address communica- 
tion time. Both the Single-Shot Multivibrator and the 
T 512 Counter remain inactive until the clock resumes. 
Highly stable circuitry in the Integrator holds the step 
level very constant during the pause. The overall result 
is that when normal operation resumes, the outputs of 
the End-Of-Ramp Flip-Flop and the t 512 Counter 
have been delayed by the same amount of time. There- 
fore, no error signal is generated at the input of the 
Phase Detector and the ramp generator remains stable 
and phase locked even though the period of the stair- 
case has changed. 

Each of the vertical and horizontal steps has a BCD- 
coded address associated with it which is stored in the 
optional memory or transferred to a computer when 
valid waveform data is detected on the target. Both a 
vertical and a horizontal address is required to define 
a point on the target. Since the dot raster is a 512 by 
512 matrix, there are over 250,000 addressable points 
on the target. The average waveform normally requires 
about 1500 points for complete definition. However, 
under some conditions such as dual-trace operation, two 
waveforms may be stored in memory simultaneously. 
To provide adequate storage, a 4000-word memory has 
been provided as an option for the R7912. 

Electronic Graticule. Another interesting circuit is the 
Electronic Graticule Generator as shown by the block 
diagram in Fig. 4. This circuit generates all of the in- 
formation needed to write the graticule on the target, 
along with the waveforms and readout. At the end of 
each sweep, this circuit is activated to begin producing 
the graticule. The master clock signal provides a pre- 
cise reference for accuracy; all output signals are de- 
rived from the clock. 

The electronic graticule is defined on the screen by a 
series of dots 0.2 division apart for the minor divisions 
and 1 division apart for the major divisions. When the 
electronic graticule is activated, fast ramps are pro- 
duced in the vertical direction. Since the first ramp at 
the left side of the graticule must define both the major 
and minor divisions, 41 dots must be displayed to pro- 
duce eight major divisions. During this ramp the master 
clock input is connected directly to the Dot Multiplexer 
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which produces one Z-Axis intensifying pulse for each 
clock input. 

The Vertical Dot Counter (-i- 45) produces an out- 
put after 45 clock pulses, which serves as a reference to 
the phase-locked Vertical Integrator. Operation of this 
ramp generator is similar to the Ramp Generator de- 
scribed previously. As the vertical ramp is reset, it trig- 



gers the Horizontal Staircase Generator which moves 
the next trace one step or 0.2 division to the right. At 
the same time, the output of the Major Division 
Counter 5) changes state, causing the Dot Multi- 
plexer to switch from the direct vertical dots input 
to the Vertical-Dots-Divided-by-5 Input. During this 
vertical ramp, a dot is displayed every fifth clock pulse 
to define a major division. 



MASTER 

CLOCK 



SWEEP GATE 

GRATICULE 

DISABLE 




Fig. 4. Block diagram of Electronic Graticule Generator. 





Fig. 5. Performance of R7912 (top 
waveforms) compared to fastest con- 
ventional oscilloscope (bottom wave- 
forms) . No waveform is shown for the 
conventional oscilloscope at 2.4 GHz 
since it could not display this signal. 
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Three more vertical ramps are generated in this 
manner. Then, the output of the Major Division 
Counter switches so that dots are again displayed every 
0.2 division. Action continues until the graticule is 
complete. When the Horizontal Counter (- 1 - 11) has 
received 1 1 inputs from the Major Division Counter 
5) the graticule is complete and it resets the Grat- 
icule Gating Flip Flop. This action turns off the Grat- 
icide Control block and halts operation of this circuit. 
About four milliseconds are required to write the com- 
plete graticule. 



The Proof Is In The Performance 

Performance of the instrument is best shown by the 
accompanying photographs. Fig. 5 shows continuous 
sinewave signals as displayed by both an R7912 Tran- 
sient Digitizer/TV monitor (NON STORE mode) and 
a TEKTRONIX 7904 Oscilloscope. Identical plug- 
ins were used for both measurement systems. Fig. 6 
shows the reconstructed display of a single pulse that 
was digitized by the R7912. The digital information 
was fed to a computer through the instrument’s op- 
tional memory and interface circuits. It was then re- 
constructed and displayed on a TEKTRONIX storage 
display monitor. 



Acknowledgments 

This instrument, as many state-of-the-art projects, is the 
result of the dedicated effort of many people. These 
include: Carlo Infante, Program Manager; Jim Cav- 
oretto. Project Engineer who also provided valuable 
assistance in compiling this article; A1 Allworth, Don 
Roberts, and Stu McNaughton, Electrical Engineers; 
Walt Lowy, Engineering Technician; Ray Hayes, Ken 
Hawken, Bob Culter, Hal Cobb, Ed Ritz, and Bo Janko, 
CRT Engineering; Loyal Strom, Helene Albright and 
Ken Nesvold, Prototype Support; Doug Giesbers, Larry 
Pearson and Phil Lloyd, Mechanical Engineering; Nick 
Hughes and Ray Blohm, Instrument Manufacturing. 
Idle list would not be complete if special recognition 
were not given to these marketing people whose inputs 
and support were always very valuable: Bob Hightower, 
Bob Johnson, and Bill West. 



Fig. 6. Digitized waveform, recon- 
structed and displayed on a TEK- 
TRONIX ()03 Storage Monitor. 
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O ne picture is worth a thousand words. And some- 
times even a thousand words can’t adequately 
convey the information. We might paraphrase this to 
say, “One waveform displayed is worth a thousand volt- 
meter readings.” And sometimes even a thousand volt- 
meter readings can’t adequately portray the waveform. 
It's true, however, that often a picture, or waveform, 
doesn’t tell the complete story. The addition of a few 
words, or figures, can impart a lot of valuable informa- 
tion. 

The introduction of the TEKTRONIX 7000-Series 
Oscilloscope with CRT READOUT brought us the 
powerful measuring capability afforded by displaying 
both waveforms and alphanumerics on the CRT at the 
same time. To many, this seemed to be merely a con- 
venience for recording deflection factors along with the 
trace when photographing the screen. It has proven to 
be a convenience— and much more, for it has broadened 
the role of the oscilloscope to include counters, DVM’s, 
computer-aided measurements and the like. Now a new 
analog-to-digital converter plug-in for the 7000-Series 
adds several highly useful measurements to your oscillo- 
scope’s repertoire. 

The 7D12 Plug-in 

The 7D12 A/D Converter plug-in is designed for 
use with any 7000-Series Oscilloscope containing CRT 
READOUT. The unit consists of two basic sections: the 
plug-in mainframe, which contains a fast, 41 / 2 -digit, 



A/D converter, inverter power supply, dual-trace 100- 
MHz vertical amplifier, readout control section and 
trigger circuit; and a smaller module which plugs into 
the front of the 7D12. Three modules are currently 
available— the Ml Multifunction Module for measur- 
ing DC volts, resistance and temperature; the M2 
Sample /Hold Module for measuring voltage from 
ground to a selected point, or the difference voltage 
between any two selected points; and the M3 RMS Volts 
Module for making true RMS voltage measurements. 
We will discuss each of these in some detail; but first, 
let’s take a closer look at the 7D12 mainframe. 

The block diagram in Fig. 1 shows the major sections 
of the 7D12 and the modules. The modules 2 ^ 1 'ocess 
various analog signals — peak voltage, RMS voltage, 
resistance, tenq^erature, etc., and produce a DC voltage 
which the 7D12 converts to digital readout information 
for the 7000-Series Oscilloscope. The M2 and M3 also 
j^rovide an analog signal for disj^lay. 

The function of each block in the 7D12 is readily 
apparent except, ^^erhaps, for the inverter j^ower supply. 
This supply permits floating the A/D converter, en- 
abling us to make measurements with the input ele- 
vated as high as 1 kV. Triggering of the 7D12 can be 
accomplished internally from a unijunction transistor 
oscillator, externally thru a BNC connector, or manu- 
ally by a front-panel push button. 
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Fig. 1. BJock diagram of plug-in module and 7DI2 plug-in. 
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Fig. 2. Block diagram of the 7D12 A/D Converter. 
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Fig. 3. Timing diagram tor A/D conversion process. 



The A/D Converter 

The block diagram oi: the converter is shown in Fig. 2, 
and the associated timing diagram in Fig. 3. The con- 
verter produces 41/2 digits with an accuracy of 0.01%. 
Basically, it is a dual-slope A/D converter with an auto- 
zeroing circuit. All of the switches shown in Fig. 2 are 
electronic switches such as MOS-FETs, JFETs and 
diodes. The circuitry enclosed by the dotted line is a 
floating section powered by the inverter power supply. 

To help in understanding how the converter works, 
let’s go through a normal sequence of events: 

Before Tq— Before the trigger pulse arrives at the 
7D12, SW2 and SW3 are closed, and SWl is opened. 
The input to the | Gm | converter, which has a current 
rectifier, is connected to Vlo- The | | converter and 

auto-zeroing circuit are nulled, and a capacitor in the 
circuit memorizes the input offset voltage of an input 
amplifier in the | Gm | converter. SW6 is closed so that 
the integrator will start integrating at the proper 
voltage. 
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to -t, —When a trigger pulse arrives at to, the A/D 
Stand-by Start-Ramp Generator produces an A/D 
stand-by pulse to switch the states of SWl, SW2, SW3, 
and SW6 through the A/D Stand-by Logic circuit. The 
input of the | | converter is now connected to Vh;. 

The input voltage V|n is equal to Vhi minus Vto- 

ti-tj— After 2 milliseconds, a start-ramp pulse is pro- 
duced at t| to turn SW4 on through the Start Ramp 
Logic, to start integrating the input current, Ijn, and the 
counter is started by the clock pulse from the Clock 
Synch, and Control Section. 

t2-t3— At 20,000 counts of the counter at t 2 , SW4 is 
opened, and SW5 is closed to start integrating down by 
the reference current, Irep At t 2 , the auto-zeroing circuit 
is activated again by turning SWl off and SW2 and SW3 
on through the A/D Stand-by Logic, 

After t3— When the output of the integrator reaches 
the zero level, a stop-count pulse is produced, and the 
reference current is turned off at t 3 . The counter stops. 
The content of the counter is then transferred to mem- 
ory where the output is converted to an analog readout 
signal. SW6 is turned on again to prepare the integrator 
for the next measurement. The digital readout is equal 
to (Iii^/Irep) X 20,000. is equal to |Vjisj|/R|N where 
R(n is a discrete resistor in the | Gm | converter, and Iref 
is equal to Vref/Rref* The readout can be expressed by 
the following equation: 

Readout = ( (| Vjn |/R(n) / (Vref/Rref) ) x 20,000. . . . 

Eq. 1 

With the use of the auto-zeroing circuit, the | Gm | 
converter cannot drift more than 100 microvolts for the 
instrument’s operating range of +15°C to 4-40°C. By 
using a precision input amplifer with high gain and 
high common-mode-rejection, V,n in Eq. 1 is made equal 
to the voltage input to the 7D12. Vref is a temperature- 
compensated zener diode with a temperature coefficient 
of 5 p.p.m./°C. The ratio of R|h and Rref can be tightly 
controlled by using matched resistors whose tempera- 
ture tracking is better than 2 j^.p.m./^C. Therefore, 
total maximum temperature coefficient is 7 p.p,m./°C. 
The required accuracy of ±0.01% over a ±5°C tem- 
perature range is easily achieved. 

Now let’s take a closer look at the plug-in modules. 

The Ml Multifunction Module 

The Ml/ 7D 12 combination forms a 4 -digit voltmeter 
and ohmmeter, and a 3i/^-digit temperature indicator. 
The DC voltmeter measures from 0 to 1000 V in four 
ranges with a resolution of 100 on the 2 V range. 
System accuracy is ±0.03% of reading ±0.005% of full 
scale over the ambient temperature range of 20 ^C to 
30°C, or ±0.04% of reading ±0.005% of full scale from 



15°C to 40°C. Either input connector can be elevated 
1 kV above ground, and the input impedance is 10 Mo 
on all ranges. 

Resistance from 0 to 20 Mo is measured in six ranges, 
with a resolution of 10 milliohms on the 200 o range. 
The accuracy is ±0.09% of reading plus ±0.01% of full 
scale from 15®C to 40°C. 

Both temperature and DC voltage can be measured 
using the convenient P6058 voltage /temperature probe. 
Temperature from — 55°C to +150° C can be measured 
with a resolution of 0.1 °C and an accuracy of ±1°C up 
to 125°C and ±2°C up to 150°C. A pair of terminals on 
the Ml’s front panel provides an analog output of 10 
mV/°C (0°C = 0 volts) . This output is available re- 
gardless of the Mode/Range switch setting. 

The M 2 Sample/Hold Module 

The M2/7D12 combination provides a unique measure- 
ment capability for the 7000 Series, You can measure 
voltage amplitudes from ground to a selected point, or 
the difference voltage between any two selected points 
with an accuracy of ±0.35% or better. The sample 
points can be triggered automatically, manually, or ex- 
ternally, with one of the most convenient sources being 
the delayed gate from a 7000-Series Time Base. With 
the delayed gate applied to the trigger Ext In connector, 
the leading edge of the gate determines the Sj sample 
point, and the trailing edge determines the S 2 sample 
point. Fig. 4 shows a typical measurement using the 
S 2 -S, mode. The reading at the upper left is the voltage 
difference between S 2 and S,, upper center is the TIME/ 
DIV, and the lower left reading is the vertical deflection 
factor for the displayed signal. The signal display is in- 
tensified during the delayed gate; however, at sweep 
rates of about 100 ns/div and faster, the intensified 
portion will not coincide with the displayed gate be- 
cause of the delay line in the oscilloscope vertical am- 
plifier. The time interval between S, and S 2 can be as 
short as 30 ns and as long as 5 ms. For single-shot S 2 -S, 
measurements, the time interval must be 150 jxs or 
longer. 




Fig. 4. Typical S2-S1 measurement showing peak-to-peak voltage 
of AC waveform. Reading is at upper left. 
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10 Nanosecond Aperture Time 

One of the unusual features of the M2 is the 10 ns 
aperture time. This makes it useful for measuring high 
dv/dt signals such as the fast A/D converter waveform 
pictured in Fig. 5. Accuracy of the measurement is typi- 
cally better than ±0.25% if 40 ns is allowed for settling 
time following an input signal step-function. 

Fig. 6 illustrates an application of the M2/7D12 
teamed up with a 7D15 Universal Counter/ Timer 
plug-in to make accurate rate-of-rise measurements on a 
ramp signal. The M2 is operated in the 82-8, mode. The 
delayed gate from the time base plug-in is used to gate 
both the M2/7D12 and the 7D15. The +2.35 V reading 
in the upper left corner is the change in amplitude dur- 
ing the brightened portion of the trace. The time in- 
terval as measured by the 7D15 is 20.92 /aS and the IX 
indicates the reading was taken during a single event 
rather than an average of several ramps. Accuracy of 
the M2/7D12 in this mode is ±0.35%. The linearity of 
the ramp can be quickly checked by moving the delayed 
gate along the ramp and noting any change in the am- 
plitude reading provided by the M2. 



The M3 RMS Volts Module 

The M3/7D12 combination brings another unique 
measurement capability to the oscilloscope— measuring 
true RM8 voltages. The M3 measures DC, the true RM8 
voltage of signals from 40 Hz to 100 kHz, and the true 
RM8 value of AC + DC. The maximum input is 500 V 
RM8 or 1000 V peak. Voltages are displayed digitally 
on the CRT with 3^-digit readout, with a lesolution of 
1 mV achievable on the 2 volt scale. Accuracy of the M3 
is ±0.25% of full scale up to 40 kHz on the 2 V and 20 V 
ranges, derated to ±0.5% above 40 kHz. The maximum 

permissible crest factor is 5. Response time of 

the M3, that is the time required for the readout to 
reach its stated accuracy after a step voltage is applied, 
is less than 2 seconds. 

The M3 can measure distorted sine waves such as the 
outputs from 8CR circuits, or non-sinusoid al waveforms 
such as pulse trains with duty cycles as low as 4%. The 
photograph in Fig. 7 shows the measurement of the 
RM8 voltage from a silicon controlled rectifier. The 
RM8 value of the displayed waveform is the reading at 




Fig. 5 . Voltage level at any point on this 
A/D waveform can be made by positioning 
the gate to start at the desired point. 




Fig. 6. The S2-S1 mode being used to ac- 
curately measure rate-of-rise on a ramp 
signal. The voltage difference is T 2. 35 V 
and elapsed time 20.92 /is. 




Fig. 7. True RMS value of SCR is measured 
by the M3/7D12. 




Fig. 8A. Measuring true RMS value of 
AC+DC waveform. 



Fig. 8B. Measurement of same \vaveform 
with DC component removed by AC 
coupling. 
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upper left, and the lower reading is the vertical display 
sensitivity. Another example, showing the effect of DC 
on the RMS measurement is shown in Fig’s. 8A and 8B. 
The waveform in Fig. 8 A is a 2-volt pulse with a 1-volt 
DC component. Fig. 8B is the same pulse with the DC 
component removed by AC coupling the M3. If the 
pulse were symmetrical, the RMS value in the DC- 
coupled reading would be times the AC-coupled 
reading since Erms = / (ACr^^s) ^ and, in this in- 

stance, ACrms = DC = 1 volt. 

Now, let’s take a look at how the M3 functions. The 
block diagram of the M3 is shown in Fig. 9. Following 
the input attenuator, the signal progresses through two 
separate channels. The lower channel is an amplifier 
for conditioning the signal for display as an analog 
signal, or waveform, on the CRT. The modulator 
allows the floating input to be transformer coupled to 
the chassis-referenced 7D12 display amplifier. Band- 
pass of the analog channel is DC to 700 kHz. 

The upper channel converts the input signal to a 
DC voltage equivalent to the RMS value, for driving 
the A/D converter in the 7D12. The operational recti- 
fier and voltage- to-current converter, although shown 
as two separate blocks, are difficult to separate physi- 
cally. A simplified circuit diagram of the two is shown 



in Fig. 10. When the input is a positive signal, the cur- 
rent path is through Qi, R and CR 2 ; when negative, it is 
through Q 2 , R and CR,. The voltage across R is Kcin 
and you will note that the current flows unidirection- 
ally in the output. The output current is thus propor- 
tional to the absolute value of the input voltage. To 
prepare the signal for squaring, the output current is 
divided into two equal parts for driving the multiply- 
ing circuit. These two equal currents then pass to the 
gain cell which squares, averages and takes the square 
root of the input currents. The output of the gain cell 
is equal to the RMS value of the input voltage to the 
M3, but is referenced to some positive voltage rather 
than the common buss. By using a summing amplifier 
this positive voltage is subtracted, bringing the output 
back to the common reference for driving the 7D12. 

Summary 

The 7D12, with its plug-in modules, adds important 
new measurement capability to your 7000-Series Oscil- 
loscope. And, it is measurement capability with digital 
accuracy. True RMS voltage, DC voltage, resistance, 
temperature, and voltage difference between any two 
selectable points on a waveform are all measurements 
available to you using the 7D12 plug-in. ^ 




TO A-D 
CONVERTER 
7D1-2 



TO DISPLAY 
AMP7D12 



Fig. 9. Block diagram of the M3 true RMS volts module. 
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Teknique 



Digitizing and 
displaying fast pulses 




Hale Farley 



D id you know that high-speed signals can be quickly 
made computer compatible? Or that they can be 
displayed on a large screen TV monitor in real time oi 
stored on an X-Y monitor in a refreshed mode? The 
TEKTRONIX R7912 Transient Digitizer can digitize 
signals that occur in a lew tenths of a nanosecond. The 
signal is captured on a diode-array target at sweep rates 




Dr. Gail Massey of the Oregon Graduate Center making 
adjustments to a pulsed neodymium YAG laser, using the 
R7912. 



up to 500 picoseconds per division. In the DIGITAL 
mode, it is scanned off at a rate slow enough for a 
minicomputer to handle, with a maximum writing 
rate equivalent to 8,000 div/fis. The NON STORE 
mode provides bright, large screen displays at writing 
rates equivalent to 80,000 div//.ts. 

Just how last is 500 picoseconds? The fastest entity 
known is light. In 500 picoseconds, light travels about 
six inches. One source of light pulses which is receiving 
increasing attention in many research laboratories is the 
laser. A laser (light amplification by stimulated emis- 
sion of radiation) is a source of energy that occurs 
within a very short time frame. 

The pulse train produced by a mode-locked laser 
often has fast pulses that are separated by only a few 
nanoseconds. A switching method such as a dye ceil is 
used in conjunction with a mode-locked laser to permit 
only a single pulse train to leave the laser cavity. The 
individual pulses within the train can be as short as 
five picoseconds. The ability to capture and display 
a single pulse is limited by the response of the de- 
tector and the measurement instrument. With the 
R7912 and the 7A21N Direct Access Plug-in, instru- 
ment rise time is 850 picoseconds at a sensitivity of 
4V/div or less. 

Fig. 1 shows a very simple mode-locked laser which 
produces two basic wavetorms which can be analyzed 
with the R7912. Response of the liashlamps can be mea- 
sured with the R7912 by either of two methods. One is 
to place a current-sensing resistor in series with the 
power lead lor each lamp. A drawback of this method 
is that multiple signal channels are needed, one for 
each lamp. A preferred method of measuring flashlamp 
response is with a light pipe and photo-diode detector. 
Now, the display shows the actual flashlamp output on 
a single channel. The R7912 can be operated in the 
NON STORE mode to provide a real-time display for 
adjusting the liashlamps and setting the pumping 
power. In the DIGITAL mode, the R7912 digitizes the 
waveform to allow computer action on the signal or for 
automatic computation. Some of the data that can be 
obtained from this setup is: 

• Total light output. 

• Duration of light pulse. 

• Peaks, breaks, or other irregularities in the power 
curve, 

• Area under the curve for indication of power (may 
be determined automatically by the computer) . 

• Auto-feedback calibration of the pumping power 
to maintain desired light output (under computer 
control) . 

Waveform B shown in Fig. 1 is the pulse-train output 
of the mode-locked laser. Normally, this signal is ob- 
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tainecl using a beam-splitter mirror and a photo-diode 
detector. Again, the R7912 can be operated in the NON 
STORE mode to produce a real-time display which 
makes system setup easy. The large screen TV monitor 
allows you to view the detector output easily, even 
from across a brightly lighted room, while you make 
system adjustments. This waveform can also be com- 
puterized for measurement of output power. Fast 
Fourier Transform computations, or many other com- 
puter-aided functions. 

A typical laser system is shown in Fig. 2. Some of the 
points where measurements coidd be made with an 
R7912 are identified by the detectors shown in this 
diagram, l^ypical waveforms that woidcl residt at these 
measurement points are also shown. A Pockel cell is a 
typical optical switch used in laser systems. It switches 
fast enough to select an individual pidse out of the 
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WAVEFORM A. Flashlamp 
output is normally measured 
in terms of microseconds. 



WAVEFORM B. Typical 
pulse • train output of 
mode • locked laser. 



Fig. 1. Mode- locked laser. 
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WAVEFORM A. Rejected 
pulse train. 
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WAVEFORM B. Selected 
pulse (time scale expanded). 
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WAVEFORM C. 
Detector output. 



Fig. 2. Measurements in laser system. 



mode-locked pulse train. The rejected portion of the 
pulse train can be sen.sed by photo-diode detector # I 
and compared with the amplified outj)ut at photodiode 
detector #2 to see if a complete single pulse came 
through the optical switch and how cleanly this jnilse 
was extracted from the pulse train. 

A variety of detectors coidd be irsed to measure the 
effect of the pulse at the target. Choice of the detector 
^voidd be determined l)y tlie phenomenon you desire to 
measure at the target. Some typical detectors used are: 

• Photo diode— measures photon flux; i.e., photons 
of various energies and X-rays. 

• Faraday cup— measures charge of particles. 

• Energy /charge analyzer— measures energy versus 
charge. 

• Beta sj)ectrometer— measures electrons of various 
energies. 

• Secondary electron detector— measures work-func- 
tion characteristics of various materials. 

• Neutron detectors— measures neutron activity. 

Waveform C is a typical output Avaveform produced by 
any of the above detectors. 

As in the previous measurement, the R7912 can be 
used either in the NON STORE or the DIGITAL 
mode. For system setup and alignment or real-time 
analysis of measurement results, the NON STORE 
mode used with a TV monitor provides a good display. 
However, some high-powered lasers must allow several 
minutes to elapse between pidses. In that circumstance, 
the DIGITAL mode used with a storage monitor pro- 
vides the best display. This setup allows the display to 
be viewed and analyzed for extended periods. Also, 
new information can be written over the previous trace 
for direct comparison. 

We mentioned ]neviously that the output signal 
from the detectors can be digitized for computer analy- 
sis. It is not feasible in these limited pages to de- 
scribe in detail the computations that can be made on 
the.se signals by the computer. The operating capabil- 
ities are mainly limited by the abilities of the pro- 
grammer and physical limitations of the computer. 

In this article, we have given only an over-view of 
the measurement capal)ility of the R7912 Transient 
Digitizer. While we have not answered all of the ques- 
tions you may have regarding measurements to be 
made with this system, we hope to have implanted the 
seeds of a few ideas ^vhich will germinate into solutions 
for your individual measurement prol)lems. ® 
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Servicescope 




Getting around in Tektronix 
Instruments 



M ost electronic equipment is pretty complex inside. Especially when it 
comes to locating specific components and circuitry while trouble- 
shooting the unit. 

Serviceability has always been an important design consideration at Tek- 
tronix. Beginning with our first instrument, the Type 511 Oscilloscope, we 
endeavored to make components easy to locate and replace. And leads were 
soldered in, in a manner allowing them to be easily lifted for troubleshooting. 
The notched ceramic strips used in later instruments such as the 535 and 
545 made servicing almost a pleasure. 

Now, with the use of printed circuit boards and the automatic insertion 
and soldering of components, servicing has become a bit more difficult. Com- 
ponents are reduced in size and component density is vastly increased. Locat- 
ing and replacing specific components on a crowded circuit board can be a 
real problem. Here are some of the things we are doing at Tektronix to make 
it easier for you. 
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Printed Circuit Board Marking 

Much can be done to accommodate component mark- 
ing if proper attention is given to this when designing 
the circuit board. With space limited, we assign priority 
to marking active devices such as transistors and IC’s, 
adjustable components, plugs and connectors, and dan- 
ger points. Both the circuit symbol and control name 
are usually shown for adjustments. Markings follow the 
A.S.A. code for component symbols— “Q” designates 
transistors, “U” integrated circuits, “CR” diodes, “K” 
relays and so forth. Incidentally, you will find most 
active devices mounted in sockets rather than soldered 
on the circuit board. 

The location of the number one pin for IC's, and the 
proper orientation for multi-lead connectors are also 
noted on the printed circuit board. Some of the most 
useful markings are test points denoted by “TP”. These 
correspond to test points shown in the manual schema- 
tics and usually have provision for easily attaching a 
probe. The instruction manual also contains photos of 
each printed circuit board with all components and 
adjustments labeled. 

Connectors Play an Important Part 

It’s easier to take things apart if leads and cables termi- 
nate in connectors. You’ll find some real innovations 
by Tektronix engineers in this area. The Peltola con- 
nector provides a compact, inexpensive means of con- 
necting shielded leads to the printed circuit board. 
Harmonica connectors accommodate ten-lead ribbon 
cable in a minimum of space and are easy to put on or 
disconnect. And unique inter-board connectors pro- 
vide direct connection between circuit boards without 
the need for cabling. 

Color Coded Wires 

This year Tektronix applied color-coding stripes to over 
75 million feet of wire for use in our instruments. 
Another 6 or 7 million conductor feet of ribbon cable, 
also color coded, is supplied by outside vendors. These 
brightly colored leads enhance the internal appearance 
of Tektronix instruments, but that isn’t the primary 
purpose for color coding. It serves a very useful function 
in building the instrument and in servicing it. 

The color-coding scheme is basically in accordance 
with MIL-STD-681B. The color of the wire insulation 
identifies the function of the lead as follows: 

Black — Grounds 
Brown— Heaters and filaments 
Red — B-f power supplies 
Violet — B— power supplies 
Gray — Internal AC Power 
White — Signal leads 



Color stripes are added to these solid-colored back- 
grounds to further identify the lead. For example, a 
floating ground is black with a white stripe. The red 
and violet power supply leads are coded to denote their 
deviation from ground or zero voltage as follows (the 
numbers corresponding to the standard resistor color 
code) : 



4th supply 


2-4 &2-4X Series 


3rd supply 


2-3 & 2-3X Series 


2nd supply 


2-1 & 2- IX Series 


1st supply 


2-0 k 2-OX Series 


1st supply 


7-0 & 7-03 Series 


2nd supply 


7-1 & 7- IX Series 


3rd supply 


7-2 & 7-2X Series 


4th supply 


7-3 & 7-3X Series 



For example, the 2-0 and 2-OX series are used for the 
first, or lowest, positive power supply. The 2-0 lead is 
the regulated bus. The 2-01 is the decoupled 2-0 supply. 
If another lead is needed the 2-03 code is used. The 
most unregulated lead in this supply is coded 2-09, and 
if another lead is needed, the next most unregulated 
lead is coded 2-08. 

The gray base color is used for internal AC wiring. 
Conductors for the line (hot) side, starting at the AC 
input, are color coded 8-0, 8-01, 8-02 in sequence. The 
black stripe corresponds to the black lead in the power 
cord. 

Conductors for the neutral (cold) side are color 
coded 8-9, 8-19, 8-29 in sequence; the white stripe cor- 
responding to the white lead in the power cord. 

Signal leads have a white base color. The stripes 
are used only for lead identification and have no 
significance. 

The use of ribbon cable complicates the use of color 
coding to code wires according to function. In fact, it 
becomes a practical impossibility considering the vari- 
ety of ribbon cables used. There is a practical coding 
scheme that is useful, however. Color can be used to 
denote the lead position in the cable. For example, all 
leads in a ribbon cable have a base white color. The first 
lead, which will be connected to slot number one in a 
connector, has a brown stripe; the number two lead has 
a red stripe and so on. This color scheme is used on 
ribbon cables with two or more conductors. 

Summary 

Getting around in electronic instruments can be frus- 
trating and time consuming. Well-marked chassis and 
printed circuit boards, color-coded wiring, and inno- 
vative connectors are all designed to make it easier to 
get around in your Tektronix instruments. ^ 
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